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IDS Medical Systems (M) Sdn Bhd (Co. No. 950311-P)
8A, Jalan Pensyarah U1/28

Hicom Glenmarie Industrial Park

40150 Shah Alam, Selangor. Malaysia
Tel: 603-5022 5225   Fax: 603-5022 5335
www.idsmed.com
FIELD SAFETY CORRECTIVE ACTION ACKNOWLEDGEMENT FORM
Sevoflurane Vaporizers – replacement information. Article No. MX-9228
FA ID 335: MCC/24/001/IU
Hospital Name
 : Baxter Healthcare (Malaysia)
Product Affected
 : Vaporizer Sevoflurane, Maquet filling
Total Affected
 : 8
Serial Number 
 : 18543, 18540, 18539, 18603, 18198, 18090, 18086, 
                                                   18084
I acknowledge receipt and fully understand the attached Field Safety Corrective Action (FSN FA ID 335: MCC/24/001/IU, article no. MX-9228) on Sevoflurane Vaporizers – replacement information. This FSN addresses the replacement of affected vaporizers initially identified in MX-9154.
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Please complete and return this acknowledgment form by email to idsMEDMYRegulatory@idsmed.com 
